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SUMMARY 

Objective: Establishing the test-retest measurement reliability of Evoked Compound Action Potential (ECAP) thresholds using the 

AutoNRT system.  

Materials and methods: 50 CI users, aged 3 to 41 years (Mean:7 years), with normal cochlear anatomy and at least six months of 

implant use included in the study. Except for one participant, others were unilateral CI users. ECAP thresholds were measured using the 

AutoNRT system, conducted twice with a 10-min. interval between measurements. Reliability was assessed by comparing AutoNRT 

threshold measurements across two consecutive sessions on an electrode basis. Consistencies between electrode measurements were 

calculated using Spearman Rho correlation coefficients and Intraclass Correlation Coefficients (ICC). Average deviations between electrodes 

were examined by calculating Bland–Altman Consistency Limits (Upper/Lower Consistency Limits — LOA) with a 95% confidence 

interval.  

Results: Nearly all electrodes demonstrated a high level of measurement reliability (ICC > 0.80). Electrodes E19 (ICC = 0.96), E20 

(ICC = 0.97), and E8 (ICC = 0.94) showed the highest consistency. The small Mean Bias values and narrow LOA ranges for these electrodes 

indicate strong agreement between measurements. General trend indicates that most systematic differences were small, and their confidence 

intervals typically included zero.  

Conclusion: AutoNRT can be utilized effectively and reliably in clinical settings. These findings suggest that AutoNRT may provide 

clinicians with a rapid and objective tool for cochlear implant programming, particularly in populations where behavioral responses are 

limited or unreliable. 
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KOKLEAR İMPLANT KULLANICILARINDA AUTONRT ÖLÇÜMÜNÜN GÜVENILIRLIĞININ İNCELENMESI 

ÖZET 

Amaç: AutoNRT sistemini kullanarak Uyarılmış Bileşik Aksiyon Potansiyeli (ECAP) eşiklerinin test-tekrar test ölçüm güvenilirliğini 

belirlemektir.  

Gereç ve Yöntemler: Çalışmaya, normal koklear anatomisi olan ve en az altı aydır implant kullanan, 3 ila 41 yaşları arasında (ortalama: 

7 yaş) 50 koklear implant kullanıcısı dahil edildi. Bir katılımcı bilateral koklear implant kullanıyordu, diğerleri ise unilateral koklear implant 

kullanıcısıydı. ECAP eşikleri, AutoNRT sistemi kullanılarak ölçüldü ve ölçümler arasında 10 dakikalık bir aralıkla iki kez gerçekleştirildi. 

Güvenilirlik, iki ardışık seansta elektrot bazında AutoNRT eşik ölçümleri karşılaştırılarak değerlendirildi. Elektrot ölçümleri arasındaki 

tutarlılıklar, Spearman Rho korelasyon katsayıları ve Sınıf İçi Korelasyon Katsayıları (ICC) kullanılarak hesaplandı. Elektrotlar arasındaki 

ortalama sapmalar, %95 güven aralığı ile Bland–Altman Tutarlılık Limitleri (Üst/Alt Tutarlılık Limitleri — LOA) hesaplanarak incelendi.  

Bulgular: Neredeyse tüm elektrotlar yüksek düzeyde ölçüm güvenilirliği gösterdi (ICC > 0,80). E19 (ICC = 0,96), E20 (ICC = 0,97) ve 

E8 (ICC = 0,94) elektrotları en yüksek tutarlılığı gösterdi. Bu elektrotlar için küçük Ortalama Sapma değerleri ve dar LOA aralıkları, 

ölçümler arasında güçlü bir uyum olduğunu göstermektedir. Genel eğilim, çoğu sistematik farkın küçük olduğunu ve güven aralıklarının 

genellikle sıfırı içerdiğini göstermektedir. Bu bulgular topluca, ölçümlerin tutarlı ve tekrarlanabilir olduğunu göstermektedir.  

Sonuçlar: AutoNRT klinik ortamlarda etkili ve güvenilir bir şekilde kullanılabilir. Bu bulgular, özellikle davranışsal yanıtların sınırlı 

veya güvenilir olmadığı popülasyonlarda, AutoNRT’nin koklear implant programlamasında klinisyenlere hızlı ve objektif bir değerlendirme 

sağlayabileceğini düşündürmektedir. 

Anahtar Sözcükler: Koklear İmplant, AutoNRT, Güvenilirlik, İşitme Kaybı 

INTRODUCTION 

The cochlear implant system has revolutionized 

the treatment of severe to profound  
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hearing loss by providing electrical stimulation 

to the auditory nerve, effectively bypassing the 

non-functional inner ear. This technology has 

been widely adopted, especially for individuals 

who do not benefit from traditional hearing aids, 

making it an essential tool for restoring hearing 

in both children and adults1. The cochlear 

implant system  has the ability to measure the 

Evoked Compound Action Potential (ECAP) 

resulting from electrical stimulation of the spiral 

ganglion neurons. This capability is essential for 

monitoring the implant's functionality and the 
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auditory nerve's integrity, both intraoperatively 

and postoperatively. It provides valuable 

information about the electrode-nerve interface 

and the status of the auditory nerve, which can 

be used to guide the programming of speech 

processors and ensure optimal outcomes for 

cochlear implant recipients 2-4.  

The ECAP is recorded as a negative peak (N1) at 

about 0.2-0.4 ms following stimulus onset, 

followed by a much smaller positive peak or 

plateau (P2) occurring at about 0.6-0.8 ms5,6. The 

ECAP is recorded via the intracochlear 

electrodes of the implant.  

The electrical pulse is delivered to an 

intracochlear electrode and the neural response is 

recorded at a neighbouring electrode. The 

measured responses were transmitted via radio 

frequency back to the system’s programming 

interface for clinical analysis. NRT (Neural 

Response Telemetry) is a technology specifically 

developed for Cochlear brand cochlear implants 

to perform ECAP measurements. It enables the 

rapid and non-invasive measurement of auditory 

nerve responses during or after surgery7. 

The cochlear implant system also has an 

automated system to determine this threshold 

level, known as AutoNRT. This system has been 

designed to automatically detect and measure 

ECAP thresholds, thereby reducing the time 

required for manual measurements and 

minimizing potential inconsistencies associated 

with clinician subjectivity8,9. The AutoNRT 

algorithm increases stimulation intensity from 

the low current level using regular step sizes 

until a reliable ECAP response is found on two 

consecutive traces. After detecting two 

consecutive NRT responses;the direction of the 

step size is reversed and decreased to step down 

until a reliable nonresponse is found. The 

arithmetic mean of the current levels of the 

lowest reliable response and the highest reliable 

nonresponse is used as the threshold estimator8,9. 

AutoNRT provides a completely automated 

method for measuring ECAP thresholds in both 

intraoperative and postoperative settings8. The 

detailed information about the AutoNRT 

algorithm can be found in Botros et al., 20078. 

The accuracy of measurements including test-

retest measurement reliability has been partially 

reported in the literature10-12. In addition, there is 

an incomplete understanding of whether etiology 

or electrode type affects this measurement 

reliability. This investigation therefore aims to 

establish the test-retest measurement reliability 

of the ECAP threshold and whether the 

reliability is correlated to demographic or device 

factors.  

Several studies have demonstrated the clinical 

utility of AutoNRT in both intraoperative and 

postoperative settings. For instance, Botros et 

al.8 showed that AutoNRT could accurately 

measure ECAP thresholds, making it a reliable 

tool for monitoring cochlear implant function. In 

a separate study, van Dijk et al.9 reported that 

AutoNRT has a high level of agreement with 

manually obtained thresholds, further validating 

its use as an objective and time-saving method 

for ECAP threshold measurement. Moreover, the 

automated nature of AutoNRT has proven 

advantageous in clinical settings, where it has 

streamlined the process of cochlear implant 

programming and facilitated the objective fitting 

of speech processors2. 

Despite its broad applicability, the accuracy of 

test-retest measurements using AutoNRT has 

only been partially reported in the literature. A 

study by Brown et al.2 found that ECAP 

measurements exhibit a certain degree of 

variability, but further investigation into the 

factors affecting this variability is needed. 

Understanding the factors that contribute to test-

retest reliability is essential for ensuring 

consistent and accurate programming of cochlear 

implants, which ultimately affects patient 

outcomes13. However, there is still limited 

evidence regarding electrode-based reliability 

patterns and the potential influence of 

demographic and device-related factors. 

Therefore, this study aims to establish the test–

retest reliability of ECAP thresholds using the 

AutoNRT system, with a specific focus on 

electrode-level analysis to enhance its clinical 

applicability. 

MATERIAL and METHODS 

50 patients who had previously received a 

Nucleus CI24RE, CI422, or CI512 cochlear 

implant for the treatment of severe to profound 

hearing loss were included in the study. One 

subject was bilateral and 49 subjects were 

unilateral CI users. The age range of the patients 

was 3 to 41 years. They had all been using their 

cochlear implants for at least 6 months. The 
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demographic factors were summarized in Table 

1. 

 

  

Table 1 Summary of Demographic Factors 

All subjects are unilateral cochlear implant (CI) users who received Nucleus CI24RE, CI422, or 

CI512 for the treatment of severe to profound hearing loss. The patients had normal cochlear 

anatomy with full electrode insertion. The demographic factors are summarized in Table 1. 

 

 

Ethical Approval 

Ethical approval for this study was 

obtained from the Clinical Research Ethics 

Committee of the Faculty of Medicine at X 

University on November 04, 2016  (Protocol No: 

09.2016.576). All procedures were conducted in 

accordance with the ethical standards of the 

institutional and/or national research committee 

and the 1964 Helsinki Declaration and its later 

amendments or comparable ethical standards. 

Informed consent was obtained from all 

individual participants included in the study. 

Procedure 

Nucleus® Cochlear Implant system 

(Cochlear Ltd., Sydney, Australia) was used for 

this study. This cochlear implant system 

provides both auditory nerve stimulation and the 

ability to measure Evoked Compound Action 

Potentials (ECAPs) through its integrated 

electrode array and programming interface. The 

AutoNRT™️ system (Cochlear Ltd., Sydney, 

Australia), an automated ECAP measurement 

tool, was used for this purpose. This system is 

integrated into the Custom Sound EP v3.2 

clinical programming software, specifically 

designed to detect and measure ECAP thresholds 

efficiently. AutoNRT  thresholds are  measured  

postoperatively on all operational electrodes 

twice, with 10 minutes between measurements.  

All subjects were tested with CP810 

speech processor while the subjects attended the 

clinic for their routine speech processor fitting.  

Additionally, all measurements were 

obtained under controlled clinical conditions 

using the same device and protocol, which may 

limit the generalizability of the findings to 

different clinical settings or implant systems. 

Statistical Analysis 

Before beginning the statistical analysis 

of the study, the dataset was examined for 

outliers and missing values. Missing data 

analysis was performed for the missing values in 

the dataset, and since the losses were determined 

to be random (p>.05), imputations were made 

based on the mean values. IBM SPSS 25 

software and MedCalc 23.3.7 software were used 

in the analysis of the data. Consistencies between 

electrode measurements were calculated using 

Spearman Rho correlation coefficients and 

Intraclass Correlation Coefficients (ICC). The 

ICC was calculated using a two-way mixed-

effects model with absolute agreement 

definition, which is appropriate for test–retest 

reliability analysis. Average deviations between 

electrodes were examined by calculating Bland–
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Altman Consistency Limits (Upper/Lower 

Consistency Limits — LOA) with a 95% 

confidence interval. 

RESULTS 

Table 2 presents the mean differences 

(Mean Bias), Bland–Altman Limits of 

Agreement (Upper/Lower LOA), and Intraclass 

Correlation Coefficients (ICC) with their 

corresponding 95% confidence intervals (CI) for 

each electrode (E1–E22). The table summarizes 

the systematic bias between two repeated 

measurements and their relative consistency. 

 

 

Table 2 Mean Bias, Bland–Altman Limits of Agreement (LOA), and Intraclass Correlation Coefficients 

(ICC) with 95% Confidence Intervals for Each Electrode 

Electrodes 
Mean 

Bias 
95% CI 

Upper 

LOA 
95% CI 

Lower 

LOA 
95% CI ICC 95% CI 

E1 0,68 -1,42 to 2,78 -13,93 -17,54 to -10,33 15,29 11,69 to 18,90 0,91 0,84 to 0,95 

E2 -2,04 -4,62 to 0,53 -19,97 -24,39 to -15,54 15,88 11,46 to 20,31 0,92 0,86 to 0,96 

E3 -3,41 -6,10 to -0,73 -22,09 -26,70 to -17,48 15,26 10,65 to 19,87 0,92 0,86 to 0,95 

E4 2,01 -0,10 to 4,12 -12,71 -16,35 to -9,08 16,73 13,10 to 20,37 0,92 0,86 to 0,95 

E5 -1,27 -3,08 to 0,54 -13,91 -17,03 to -10,79 11,37 8,25 to 14,49 0,93 0,88 to 0,96 

E6 -1,40 -3,21 to 0,41 -14,00 -17,11 to -10,89 11,20 8,09 to 14,31 0,92 0,86 to 0,95 

E7 1,14 -0,74 to 3,02 -11,96 -15,20 to -8,73 14,25 11,01 to 17,48 0,91 0,84 to 0,95 

E8 1,03 -0,27 to 2,33 -8,01 -10,24 to -5,78 10,07 7,84 to 12,30 0,94 0,90 to 0,97 

E9 -2,12 -4,12 to -0,13 -16,05 -19,49 to -12,62 11,81 8,37 to 15,24 0,80 0,66 to 0,89 

E10 -0,06 -2,23 to 2,10 -15,18 -18,91 to -11,45 15,05 11,32 to 18,78 0,79 0,63 to 0,88 

E11 2,87 0,91 to 4,83 -10,79 -14,17 to -7,42 16,53 13,16 to 19,90 0,85 0,74 to 0,92 

E12 0,05 -1,82 to 1,93 -13,00 -16,22 to -9,78 13,11 9,88 to 16,33 0,91 0,84 to 0,95 

E13 2,28 0,37 to 4,20 -11,08 -14,38 to -7,78 15,65 12,35 to 18,95 0,87 0,77 to 0,92 

E14 -3,65 -6,35 to -0,96 -22,45 -27,08 to -17,81 15,14 10,50 to 19,78 0,85 0,73 to 0,91 

E15 -0,05 -2,89 to 2,80 -19,87 -24,76 to -14,98 19,78 14,88 to 24,67 0,88 0,79 to 0,93 

E16 1,58 -0,75 to 3,90 -14,61 -18,61 to -10,62 17,77 13,77 to 21,77 0,92 0,86 to 0,95 

E17 -1,46 -3,90 to 0,99 -18,50 -22,70 to -14,29 15,58 11,38 to 19,79 0,93 0,87 to 0,96 

E18 -2,40 -8,21 to 3,40 -42,87 -52,86 to -32,88 38,06 28,07 to 48,05 0,76 0,58 to 0,86 

E19 1,32 -0,50 to 3,14 -11,36 -14,49 to -8,23 14,00 10,87 to 17,13 0,96 0,92 to 0,97 

E20 -0,36 -1,78 to 1,06 -10,25 -12,69 to -7,81 9,53 7,09 to 11,97 0,97 0,95 to 0,98 

E21 -1,45 -3,36 to 0,46 -14,76 -18,04 to -11,47 11,87 8,58 to 15,15 0,93 0,87 to 0,96 

E22 1,40 -0,89 to 3,69 -14,57 -18,51 to -10,63 17,37 13,43 to 21,31 0,93 0,88 to 0,96 

Table 2 presents the mean differences (Mean Bias), Bland–Altman Limits of Agreement (Upper/Lower 

LOA), and Intraclass Correlation Coefficients (ICC) with their corresponding 95% confidence intervals 

(CI) for each electrode (E1–E22). The table summarizes the systematic bias between two repeated 

measurements and their relative consistency. 

 

 

The Mean Bias column indicates the 

average difference between the two 

measurements (positive values indicate that the 

second measurement was higher; negative values 

indicate that the first measurement was higher). 

The Upper and Lower LOA (and their 95% CIs), 

calculated using the Bland–Altman method, 

provide the expected range of random 

differences between the two measurements. 

These LOA values can be compared to clinically 

acceptable limits to evaluate the practical 

significance of agreement. 
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The ICC column represents the relative 

reliability of repeated measures, ranging from 0 

to 1. A high ICC value (e.g., ≥ 0.75–0.80) 

indicates good/strong reliability; values between 

0.50–0.75 reflect moderate reliability; and values 

below 0.50 suggest poor reliability. Each ICC is 

presented with its 95% CI; narrow intervals 

indicate more precise estimates, whereas wider 

intervals reflect greater uncertainty. 

Overall, nearly all electrodes 

demonstrated a high level of measurement 

reliability (ICC > 0.80). Electrodes E19 (ICC = 

0.96), E20 (ICC = 0.97), and E8 (ICC = 0.94) 

showed the highest consistency. The small Mean 

Bias values and narrow LOA ranges indicate 

strong agreement between repeated 

measurements. Although some electrodes (e.g., 

E3 and E14) showed relatively larger negative 

differences, the overall pattern demonstrates 

minimal systematic variation, supporting the 

high consistency and reliability of the 

measurements. 

In conclusion, electrode-based analyses 

confirmed a generally high level of reliability 

across measurements. 

Additionally, correlation coefficients 

between the repeated measurements were 

calculated and are illustrated in Figure A. The 

distribution of mean values across both 

measurements for all electrodes is presented in 

Figure B, and the electrodes are ranked 

according to their ICC values in Figure C. 
 

Figure A: Correlation Coefficients Between Two 

Measurements 

 

Figure A displays the correlation 

coefficients between the two measurements 

obtained for each electrode (E1–E22). The 

correlation values ranged from 0.518 to 0.945, 

all positive and statistically significant at p < 

.001. This indicates a strong and consistent 

relationship between the two measurements at 

each electrode position, demonstrating high 

repeatability and reliability. 

 

 
Figure B: Mean Values Obtained From The Two 

Measurement Sessions 

 

Figure B shows scatterplots of the mean 

values obtained from the two measurement 

sessions for each electrode. The regression 

analysis yielded the equation y = 0.9 + 0.99x 

with a coefficient of determination R² = 0.93, 

indicating a strong linear relationship and high 

consistency between measurements. The close 

clustering of points around the regression line 

suggests no systematic bias and supports the 

high repeatability of the measurement system. 

 

 
Figure C: Intraclass Correlation Coefficients (ICC) 

 

Figure C presents the ranking of 

electrodes according to their ICC values. 

Electrodes such as E20, E19, and E8 showed the 

highest reliability, while lower-ranking 

electrodes (e.g., E10, E9) demonstrated 
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relatively lower consistency. However, all ICC 

values were above 0.75, indicating that most 

electrodes exhibited good to excellent reliability. 

DISCUSSION 

AutoNRT automatically measures ECAP 

thresholds both intraoperatively and 

postoperatively. The comparison of two 

AutoNRT measurements with a 10-minute 

discrepancy did not indicate significant 

differences. The substantial correlations between 

the two metrics yielded significant results. 

AutoNRT can be utilized effectively and reliably 

in clinical settings. These findings suggest that 

AutoNRT may provide clinicians with a rapid 

and objective tool for cochlear implant 

programming, particularly in populations where 

behavioral responses are limited or unreliable. 

These findings were consistent with 

earlier research, such as Botros et al.8, who first 

introduced the AutoNRT system and 

demonstrated its accuracy in measuring ECAP 

thresholds, reporting that the system performed 

on par with human experts in terms of accuracy. 

Furthermore, our study aligned with the 

work of van Dijk et al.9, who showed that 

AutoNRT offered a high level of reliability and 

could be effectively used in clinical practice to 

streamline cochlear implant fitting and 

programming. Similarly, the study by Abbas et 

al.5 emphasized the importance of ECAP 

measurements in providing objective information 

about neural response, supporting the utility of 

AutoNRT in facilitating such measurements. 

This consistency across studies underscored 

AutoNRT's role as a valuable tool in objectively 

fitting cochlear implant systems, especially for 

populations that could not reliably participate in 

behavioral testing. 

One of the critical benefits of AutoNRT 

was its applicability to populations that could not 

perform behavioral testing, such as young 

children or individuals with cognitive 

impairments. As demonstrated in earlier 

studies6,14, the ability to obtain objective 

measures of neural response was crucial in 

programming cochlear implants for these groups. 

AutoNRT provided an effective and efficient 

means of achieving this, which led to more 

accurate fitting and potentially improved 

auditory outcomes. 
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